CRITICAL ITEMS 


a oe 1, The items which are listea herein are in a critical sup>ly stat 
a in this theatre » Since the available stocks are less than authorized — 
4 theatre levels, In order so insure an ecuitable distribution of these — 


4 | = tens it is necessary to control their issue, 
cs 
_ 2, Future requisitiois for these items within the authorized TH of tI 
3 requisitioning unit wil be submitted thro: 1gh technical channels to Bical 
f Chief Surgeon, AMUESP/S, APO 70% for aporoval. 
a | = Requisitions ‘or these items in excess of T/E will be forvarded — 
4 throng 12h comaand chanr3ls in compliance *ith USAFFE Regulation 20-10, 
q dated ‘16 November 1° ./., 
a NUMBER. mg Luss ITEMS 
* 5 ABOFZ 00S sh CASB, BONE OPERATING, 110 volt, ‘AceDo 
ire 3153000 | CYSTCSCOPE, 16 Fr: a 
a Se, he te | CYSTSCOPE, LAMP BULB, ACHI No, 491: 
7 eee SEOOCOD | | DERMATOME SET, COMPIRTE ; 
Bee ren ! J6RG000 “os. | @ARDIOGRAPH, PORTABLE pe 
4 3670000 ne EISCTRCE: CEPHALOGRAPH, 4CHAPNEL2 <3 
a 3707700 LASP, SLIT, STATIONARY: ye SF: 
Meee a! SI IOOO RESECTOSCOPE, PRCSTAT‘C, 28Fr: 2 
Betis a. BEBENOL HATCH, STOP: x 
> 4A290G8 = CENTRIFUGE, ELECTRIC, lo volt, Ei je 
- 412930 CENTRIFUGE, EIECTRIC, La‘-GE: : 
g . 41€2000 peces INVERVAL-TTSER : 
4 4316000 Rats MICK OSC CPE , pete 
43177000 eae’ PERE Ca. DALK FTRID AFPARATIS: — 
_ = 4327300 . IC} OSCOPE. U TS3Et CTING, LOY POWER,» 
@ ‘ - ' GTERRCSC OP: : am 
a SL TeSCY 0 3 eee MICROTO:E . SUPOMATIC ROTARY: 
1 4381500 | PHOTO CE , BOTRIC, CO: aes 
Nalgene 4364200 REPRACT OSS 2 
= ey ae aOU  SiRROS Uke 4h;, SIFCTRIC, LA GB: 
eee 7121200 i oat Tae ee fee wR) TN ce ID, Ta ae 
| es EOE | Pha a Si aeee 8 SEN Le 


P2200. CAMP, THE 2GP IC) TRWRA-RED, 8! ALL, 
BLS Bat Te, CRP TBS 


7129600 - LAP, THER bus A VEOH i 
7132005 | ST aeorA PORTABLE , 
| : FA ADIC Ai D vee STHIBOMDAL ¢ | 
ARMY 110 volt, 60 cycle: 
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Sones £00 
9363900 
9606000 - 
[602508 


9611500 


9421500 
962/,500 
$621,600 


ele 3675 
9958700 
99566 05 
9955900 
99590090 
8959105 
9N46900 


DISTRIBUTION A () 

By War Department Essential Air 
Mail to major commesg, s3ction 
and base surgeons, By mail to ~ 
all other surgeons and commanders 
of = cal units, 


$ 


OPTICAL REPAIR UNIT, } 

OPTICAL REPAIR UNIT, PORTADLE: 

X-RAY FIELD UNIT GEMERATCR: 
X-RAY FIELD UNIT, MACHINE, X-Ray, 
COMPIETE, 110 volt, 60 cycles: 

X-RAY FIELD UNIT, HACHINE , Xe 


X-RAY “FIBID UNIT PROCESS ING AIT, 5 
FOR DARKROOM: oe 
X-RAY FIELD UNIT, FLUROSCOPTC JF 
“BODY LOCALIZATION, COMPLETE: — 
X-RAY FIEID UNIT KIT, rigor PALTS 
REPAIR, X-RAY MACHTNE Z 
X-RAY FIEID UNIT KIT, SPARE PARTS 
REPAIR, TABLE UNT? : | 
GROUP DISPENSARY EQUIP: ENT 
TRUCK, 2s-ton, 6 x 6, 
Sy pete 6 x 6, DENTAL OFGp 
TRUCK, 22 hig sete, OPTICAL REP. 
TRUK, 27 -ton, SUGICAL: 
TRUCK, 22-ton, 


OPTICAL REPAIR ESHOP: 


* 


Bee ea ee 
GUY B, ‘DEI IIT 


Brigadier General, U. 8. tomy 
Chief Surgeon 
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